Water vapor in the lower stratosphere was measured in situ by two aluminum oxide hygrometers mounted on the nose of an RB57 aircraft. Data were taken nearly continuously from January to May 1974 from an altitude of approximately 11 km to 19 km as the aircraft flea• between 70° N and 50° S over the land areas in the Western Hemisphere. Pseudomeridional cross sections of water vapor and temperature are derived from the flight data and show mixing ratios predominantly between 2 and 4 µgm/gm with an extreme range of 1 to 8 pgm/gm. Measurement precision is estimated by comparing the simultaneously measured values from the two flight hygrometer systems. Accuracy is estimated to be about *40 percent at 19 km. A height-averaged latitudinal cross section of water vapor shows symmetry of wet and dry zones_ This cross section is compared to other aircraft measurements and is related to meridional circulation models. 
The data presented in this paper were obtained from an in situ sensor aboard an RB57 aircraft operated for the Department of Transportations Climatic Impact Assessment Program (CIAP). The measurement was performed by an aluminum oxide hygrometer mounted on the nose of the aircraft. The hygrometer performance, flight results, and the validity of the data will be discussed. A more detailed discussion of the aluminum oxide performance in aircraft flight has been reported earlier by Hilsenrath (Reference G).
INSTRUMENTATION AND DATA BASE
The instruments flown in this aircraft flight series were aluminum oxide hygrometers provided by Panametrics, Inc. The aluminum oxide hygrometer performance is described in detail by Goodman and offer significant advantages for in situ water-vapor measurements by allowing only uncontaminated ambient air to reach the sensor (Reference 6). The hygrometer and air scoop are shown in Figure 1 . Two separate measurement systems, each consisting of an air scoop, a hygrometer, and electronics, were mounted on the left and right sides of the aircraft in order to provide redundancy and an indication of precision. The forward location allowed the air scoops to extend above the aircraft boundary layer to assure sampling of the ambient air. The two hygrometer sensor elements were periodically interrupted by known impedances during the flight, simulating sensor outputs to provide calibration through the entire data acquisition and processing system.
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Figure 1. Aluminum Oxide Hygrometer in Air Scoop
An independent measure of air temperature was obtained from a standard aircraft total air temperature se , ,sor. These data, as well as data from the inertial navigation system (INS) were used to derive ambient air temperature by: The ambient air temperature data provided a useful diagnostic tool in evaluating the measured water-vapor distributions.
A data base was formed from the measurements taken fi am flights between January 1974 and May 1974 as the aircraft flew from the northern shore of Alaska to southern Argentina (70°N to 50 0S in the Western Hemisphere). The aircraft flight path is shown in Figure 2 . Flight series were initiated from Fairbanks, Alaska; Albuquerque, New Mexico; Panama City, Panama; and Mendoza, Argentina. The data were sampled every 15 minutes to generate a data base which included long spatial and temporal (hourly) effects only. Additional editing of the data was performed in those regions of the flight where the hygrometer was known to be saturated for extended periods of time.
Water-vapor partial pressure was determined from the measured frost-point temperature using the Smithsonian Meteorological Tables (Reference 9 ). The partial pressure was then corrected for aircraft ram effect by Water-vapor mixing ratios were then com puted from the aircraft altimeter reading and the U. S. Standard Atmosphere, 1962 (Reference 10). Windtunnel tests and the measured temperature at the hygrometer sensor element confirmed the validity of this correction. At aircraft cruise speed, P a 1^ 0. 7 Pr,
MEASUREMENT ERRORS AND DATA BASE VALIDITY
The measurement precision was determined by comparing the simultanecus measurements of the two hygrometer systems. In Figure 3a , the left-side and right-side systems are compared over the measured range of frostpoint temperatures and the standard deviations are shown by the vertical bars. Perfect correspondence would be given by the straight tine. indicate that approximately e0 percent of the readings for the two hygrometers lie within S. VC, and that 95 percent of the readings lie within 0.5°C of each other. _Figure 3a indicates that the largest differences are in the lowest frost-point range, and are probably due to errors in calibration and uncertainty concerning the hygrometer sensitivity. Translating these differences into percentage errors in -the measured mixing ratios at 19 suggest that 95 percent of the data is accurate to t50 percent, and 60 -percent of the data is accurate to t30 percent. The larger differences near -50 0 C frost-point temperature represent errors mostly below the tropopause, ;
where the air scoops were plagued by icing conditions due to malfunctions in the air-scoop deicing systems.
Temperature independence of the water-vapor values above the tropopause was confirmed by comparing all the water-vapor values to the simultaneously measured ambient-temperature values. No correlation between these two values was found in the stratosphere.
It was necessary to establish the geophysical significance ofthe water-vapor data presented here, since the measurements were performed over a 5-month period and over a 75°range in latitude. Since the ambient air temperatore was derived independently from the hygrometer measurement, and since the compiled temperature data reproduce a reasonable temperature field, as will be shown below, the sample of water-vapor data taken at the same time is likely to have geophysical significances In figure 6b, data above 17 km are averaged in the same manner as the data in Figure 6a , therefore data from the low latitude troposphere are excluded. j! Agreement with the averaged mixing ratios above 17.7 km, which were computed by McKinnon and Moorewood (Reference 4) from columnar amounts above the aircraft, does not improve appreciably ,even with tropospheric data excluded. The differenos is not within the stated accuracies of the two measurements, and cannot be considered a seasonal difference since their data were also taken during the winter-spring. Mastenbroolc (Reference 12), however, has shown about a 50-percent increase in mixing ratio (2 µgm/gm to 3 µgm/gm) over a 6-year period of balloon data collection over Figure 0 shows hemispheric symmetry of wet and dry zones. The watervapor mixing ratios are at a minimum at about 20°north and south of the Equator and at a maximum at about 40° north and south of the Equator. This is also consistent with Newell's (Reference 11) cross-sectional analysis where there is hemispheric symmetry of meridional and vertical mass flux in the winter-spring at mid-latitudes in the lower stratosphere. It is also evident from these data that neither indirect cells (mid-to-highlatitude meridional cells), nor convective processes associated with the active tropopause at midlatitudes, ncr even diffusive processes at high latitudes where saturation mixing ratios range from 10-30µgm/gm, are very effective in transporting water vapor upward at midlatitudes. Earlier aircraft results, also taken at midlatitudes (Reference G), showed horizontal structure in the measured water vapor and often near-saturated conditions at the tropopause with very dry conditions (well below saturation) just above the tropopause. Though the results presented here show an increase in water vapor by nearly a factor of two in a midlatitude zone in both hemispheres, the distribution in the lower stratosphere appears to be dominated by the ascending branch of the Hadley cell and poleward meridional transport.
